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BID BULLEm NO. 02-2019

su叩けOF LA恥RATORy EQuⅢMENT FOR TIⅢ m暮NE GENOME CENTER (pGq

M mANAo

This Bid Bulletin is Issued for the amendments in the Trfucal Specificatious for Items under Lots 1

and 2 The amendments are listed under the "Remarks” column in the attached sheets

脇e s7朋ed co.z7v o子でh/s 87d Bi//letm. w偽all /ls attachments, wll also be鋤bmitted Mth /he最肱タr’s

rechmca/ frohDe reaui肋en応

For information and gurdance of all concerned
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4) Bactena < 0 01 c血/mL

5) Particiilate (≧0 02叩i) < I pc/mL

6) Temperature (feed water) 2 - 40°C

7) Pressure (feed water). 0 01 -0 6 Mpa

8) Conductlvity (feed water) < 2000いs/cm

9) Extemal dmensions 290-366 x 300-325 x 498-575 mm

10)巳lec巾cal ｢cqui｢ement 100-240 VAC, 50/60 H乙

Equipment ac∝ssorles for Water Pu前cation Syste爪as fo=ows･

1 ) 2 water dispensers

2) I unit Storage tank. 40-60L

3) P甲ng systcm無)in faucet

4) 1 set of Pre-庇atment pack

5) Filters and carmdges

6) Digital display

宣quipmen白ndusions for Water Punfica(Ion System as fo=ows

1) 1 set ofspare細e｢s and ca｢血dge

2) 2 sets of emergency shower with eyewash station

3) 2 sets of autoclavable single-channel aduustable volume mlcroplpettors

with stand (0 I-10LLL, 10-100HL, loo-1000山)

4) 1 autodavable 8-ch狐皿cl pipetto｢, a句ustable volume (30-300いL)

5) 1 elec億omc single chamel pipe((or, a句ustable volume (30-300いL)

6) Starter supply ofplpette tips for the plpettors

7) De=very within 90 days

8) 3-years warn(y o爪all pans and servi∞s

9) Amual preventive mamtenance for the duration ofwaranty penod

10) Transpo巾a= Ⅲsta=atlon rna(emls餌d Installation proper by

ms(a=ation cngmeer

=) 2 Trammg sessions by field applications specialist, I sesslon (baslcs)

wlthm 2 weeks after mstallation of equipment and I sesslon (advance) 2-3

months after the firs=raimng Tra爪mg mus白nclude equipment operation

and maintenance, troubleshootmg, and data analysls and mterpretation

Trami唯s arc good for 10-15 pax

I 2) Training cert涌cates for trainmg parliclpants

13) Eqmpme面calibration ccmficates

NOTE Al=tems w肌out remarks ｢e爪am as is

Approved :

.誰#.h D
project Leader, PGC MSF

r坤



了中



r　中



了中



了中



10) Shipping, lnsta=aくio種by Field service engmecr and ail

matemls needed for msta=ation

1 1)丁｢aim噂by Flcld applications specia=st good for 10-15 pax

T｢a皿ng should萱nclude cquipment opcration, maintcn紬ce紬d

t｢oublesho○lmg

12) Trainmg ce巾ificates

13) Equipment calibration certificates

NOTE A= items Mthout remarks remain as i5

Approved:

.yR##h.
P｢o｣ect Leader, PGC MSF
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